
 

 

Figure  3 

PiCCO  system:

Stroke volume is  the area under systolic portion of arterial pulse waveform (shaded).
Stroke volume  is calculated =   [ area under systolic phase (shaded) +  aortic compliance ] X 
shape of pressure curve .




