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Supplementary Figure 2. Limit of detection of the immunochromatography
rapid diagnosis kit for chikungunya virus antigen. Virus recovered from cell 
culture was used to test the IC kit. The intensity of the test lines (upper 
panel) was measured in an IC Reader C10066-10 (lower panel).


