
VivaSight™-SL Versus Bronchoscopy for Percutaneous Tracheostomy

 

Additional File 2 

 

Table S2: Analysis of score values 

 ITT PP 

score item VST bronchoscopy 
mean 

difference 
p VST bronchoscopy 

mean 

difference 
p 

Visualisation 5.9 [4.7;7.1] 4.0[4.0;4.0] 1.9 [0.7;3.1] 0.003 5.4 [4.5;6.3] 4.0[4.0;4.0] 1.4 [0.5;2.3] 0.005 

Ventilation 2.8 [2.3;3.3] 5.0 [4.4;5.7] -2.3 [-3.0;-1.5] <0.001 2.5 [2.1;2.9] 5.0 [4.4;5.7] -2.5 [-3.2;-1.8] <0.001 

total 8.7 [7.6;9.8] 9.0 [8.4;9.7] -0.3 [-1.6;0.9] ns 7.9 [7.0;8.9] 9.0 [8.4;9.7] -1.1 [-2.2;0] ns 

A 1.2 [1.0;1.5] 1.0 [1.0;1.0] 0.2 [-0.4;0.5] ns 1.2 [0.9;1.5] 1.0 [1.0;1.0] 0.2 [-0.1;0.5] ns 

B 1.6 [1.3;.1.9] 1.0 [1.0;1.0] 0.6 [0.3;0.9] <0.001 1.5 [1.3;1.8] 1.0 [1.0;1.0] 0.5 [0.2;0.8] 0.001 

C 1.5 [1.1;2.0] 1.0 [1.0;1.0] 0.5 [0.1;1.0] ns 1.2 [1.0;1.4] 1.0 [1.0;1.0] 0.2 [0;0.4] ns 

D 1.6 [1.2;2.0] 1.0 [1.0;1.0] 0.6 [0.2;1.0] 0.006 1.5 [1.2;1.8] 1.0 [1.0;1.0] 0.5 [0.2;0.8] 0.004 

E1 1.3 [1.0;1.5] 2.4 [2.1;2.8] -1.2 [-1.6;-0.7] <0.001 1.2 [1.0;1.4] 2.4 [2.1;2.8] -1.2 [-1.7;-0.8] <0.001 

E2 1.5 [1.2;1.8] 2.6 [2.3;3.0] -1.1 [-1.5;-0.6] <0.001 1.3 [1.1;1.6] 2.6 [2.3;3.0] -1.3 [-1.7;-0.9] <0.001 

 

values are shown as mean and 95% confidence intervals in brackets; ITT: intention to treat analysis; PP: per protocol analysis; 

score items as given in table 1; analysis by Welch-test. 


