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Supplementary Table 5. Percentage of approved scans when using T1 or T2 weighted 

images per MRI scanner. 

  T1 [n (%)] T2 [n (%)] P value 

   Magneto Avanto, Siemens
1 

 37 (64.9) 51 (89.5) 0.002 

   Ingenia, Philips
1 

 57 (74.0) 70 (90.9) 0.006 

   GE Medical Systems
1 

 49 (75.4) 55 (84.6) 0.19 

   3 Tesla scanner
2 

 76 (69.7) 91 (83.5) 0.02 

P value  0.6
 

0.4
 

 

Values represent the number of MR images suitable for volume 

measurement. P values were calculated using a Chi-square test. 1. 1.5 

Tesla scanner; 2. Intera, Philips and Magnetom TRIO, Siemens. 

 

 

 

 

 

 

 

 


